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Abstract
Introduction: Polymer-based delivery systems offer innovative intra-cavity administration of drugs, with the potential
to better target micro-deposits of cancer cells in brain parenchyma beyond the resected cavity. Here we evaluate
clinical utility, toxicity and sustained drug release capability of a novel formulation of poly(lactic-co-glycolic acid)
(PLGA)/poly(ethylene glycol) (PEG) microparticles.
Methods: PLGA/PEG microparticle-based matrices were molded around an ex vivo brain pseudo-resection cavity
and analyzed using magnetic resonance imaging and computerized tomography. In vitro toxicity of the polymer was
assessed using tumor and endothelial cells and drug release from trichostatin A-, etoposide- and methotrexate-
loaded matrices was determined. To verify activity of released agents, tumor cells were seeded onto drug-loaded
matrices and viability assessed.
Results: PLGA/PEG matrices can be molded around a pseudo-resection cavity wall with no polymer-related artifact
on clinical scans. The polymer withstands fractionated radiotherapy, with no disruption of microparticle structure. No
toxicity was evident when tumor or endothelial cells were grown on control matrices in vitro. Trichostatin A, etoposide
and methotrexate were released from the matrices over a 3-4 week period in vitro and etoposide released over 3
days in vivo, with released agents retaining cytotoxic capabilities. PLGA/PEG microparticle-based matrices molded
around a resection cavity wall are distinguishable in clinical scanning modalities. Matrices are non-toxic in vitro
suggesting good biocompatibility in vivo. Active trichostatin A, etoposide and methotrexate can be incorporated and
released gradually from matrices, with radiotherapy unlikely to interfere with release.
Conclusion: The PLGA/PEG delivery system offers an innovative intra-cavity approach to administer
chemotherapeutics for improved local control of malignant brain tumors.
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Introduction
Central nervous system (CNS) tumors are the major cause
of cancer related death in children and adults up to the age of
40. This is particularly the case for children with high grade
glioma (HGG), incompletely resected ependymoma (especially
those under 3 years of age) and primitive neuroectodermal
tumors (PNET) who have frequent tumor recurrence and poor
survival rates despite multimodal therapy [1–3]. Despite the
invasive nature of high grade glioma, most relapses occur
within the wall of the surgical resection cavity, as do most
ependymoma relapses. A subset of HGG (potentially
identifiable on advanced MRI) may display limited invasion and
be particularly amenable to effective localized therapy [4]. In
adults, glioblastoma multiforme (GBM) is the most frequent and
aggressive primary brain tumor and despite radical surgery,
radiotherapy and chemotherapy, median survival after
diagnosis remains only 14 months [5]. Conventional oral or
intravenous chemotherapy distributes drugs to the whole body
whereby toxicity of the drug limits the maximum dose
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achievable within the targeted tumor site, particularly for CNS
tumors where the blood brain barrier (BBB) restricts drug influx
from the circulation. There is therefore a need to develop more
effective and targeted chemotherapy regimes that can
eradicate residual brain tumor cells following surgical resection,
thereby improving local control by targeting neoplastic cells
within brain parenchyma beyond the surgical cavity wall and
reducing the risk of tumor recurrence [6].
Undesired toxicity as a result of systemic administration of
chemotherapeutics and drug doses below the therapeutic
window at the tumor site (due to the BBB) are the driving force
behind the development of local drug delivery systems.
Furthermore, most recurrences of high grade tumors occur
within ~2cm of the wall of the resection cavity. The opportunity
to deliver therapeutic cancer drug concentrations locally
creates the possibility of improving both the safety (low toxic
dose systemically) and efficacy (high effective dose locally) of
cancer chemotherapy, thereby enhancing the benefit of
surgery, as well as continuing anti-neoplastic treatment during
the interval between surgery and commencement of systemic
adjuvant therapy.
Drug delivery technologies have developed from simple
tablets, liquids and injectables to sophisticated systems utilizing
bioengineered products. Many of these emerging products use
polymer-based drug delivery systems including microspheres
and nanoparticles, each technology offering unique
characteristics to optimize drug delivery [7]. Such drug delivery
modes may be an important armament for the future treatment
of malignant brain tumors as they encompass strategies to
enhance BBB penetration, to specifically target brain tumor
cells and to implant the polymer at close proximity to residual
cancer cells [8–16]. For example, OncoGel™, a controlled-
release formulation of paclitaxel in ReGel™ has shown much
pre-clinical promise. This system comprises a thermosensitive
triblock copolymer (PLGA-PEG-PLGA) which is water soluble
at 2-15°C and turns into a viscous gel at body temperature
[8,17]. Pre-clinical and early clinical investigations
demonstrated OncoGel™’s ability to physically target paclitaxel
to esophageal and brain tumor tissue via intralesional injection
into the tumor cavity following resection, with an acceptable
safety profile and moderate increase in survival in a rat
gliosarcoma model [16,18,19]. The rationale of these polymer-
based approaches is to improve upon drug efficacy, increase
exposure time of tumor cells to drug, protect drugs from
degradation and clearance by the immune system until its
release from the polymer, reduce the debilitating sequelae of
current systemic chemotherapeutics and to allow oncological
treatment to be maintained in the interval between surgery and
radiotherapy [20,21].
Although a myriad of drug-polymer devices have been
developed to date, the Food and Drug Administration (FDA)
and National Institute for Health and Clinical Excellence (NICE)
has solely approved the use of chemotherapy impregnated
polymeric wafers (Gliadel®) for local chemotherapy delivered
via a biomaterial, for the treatment of primary and recurrent
malignant glioma. These wafers which are neurosurgically
implanted at the time of tumor resection, gradually release the
chemotherapeutic agent carmustine, which then diffuses into
the surrounding brain and targets the residual cancer cells that
have infiltrated the brain tissue. These studies and trials offer
hope to this mode of intra-cavity drug delivery, with results
showing a moderate but significant survival benefit of 2.3
months and 1.8 months median survival for newly diagnosed
and recurrent high grade gliomas respectively [22–24].
Nevertheless the treatment has shown limited efficacy mainly
due to: (i) poor drug diffusion, restricted to 2-3mm bordering
the implant; (ii) implants not maintaining close contact with the
resection cavity rim and potentially falling to the bottom of the
cavity; (iii) only one drug being delivered [25]. In the case of
Gliadel® the biomaterial was specifically engineered around
the drug carmustine, rather than offer a drug delivery system
widely applicable for the delivery of other chemotherapeutic
agents.
Shakesheff and colleagues previously described a novel
temperature-sensitive and biodegradable formulation based on
blended poly(lactic-co-glycolic acid) (PLGA) and poly(ethylene
glycol) (PEG) microparticles [26–28]. This technology has
successfully been used to deliver an oesteogenic growth factor
for bone repair in a murine calvarial defect model [29]. The
microparticles are a free-flowing powder at room temperature
and create a paste when mixed with a saline-based carrier
solution. The formulation can be injected or pasted at room
temperature and then gradually solidifies (sinters) into a solid,
porous matrix at body temperature. Multiple chemotherapeutic
agents can be loaded into the carrier solution phase that is
mixed with the microparticles to form a paste. The
chemotherapeutic agents adsorb to the surface of the
microparticles and absorb into the microparticle bulk structure.
This paste can then be molded around the resection cavity
wall. Within approximately 15 minutes at body temperature, the
particles solidify into a porous matrix which then gradually
releases the chemotherapy. Solidification only at body
temperature (a process which is not exothermic) aids retention
of the drug-loaded matrix within the cavity wall. PLGA polymer
degrades via hydrolysis over a period of months and is
removed from the body through excretion of the lactic and
glycolic acid by-products via metabolic pathways such as the
tricarboxylic acid cycle [30]. PLGA was chosen because it has
a long history of use as a FDA-approved degradable medical
implant material with well established safety in the clinic (for
example low cytotoxicity and good biocompatibility of
resorbable sutures) [31–33]. Importantly, PLGA microspheres
gradually degrade and have good biocompatibility to brain
tissue [34,35]. The properties of the PLGA/PEG microparticle
based-matrices potentially offer several advantages over
systemic administration and current polymeric delivery
systems: (i) matrices can be molded into any size or shape
desired, such as the irregular surgical resection cavity wall; (ii)
capability to incorporate and release multiple drugs increasing
the flexibility of treatment offered to the clinician and patient;
(iii) sustained drug release over 1-3 weeks providing
oncological treatment in the interval before commencement of
post-operative chemo/radiotherapy.
Here we demonstrate the novel mode of application of the
PLGA/PEG microparticle-based matrix drug delivery system for
brain tumors for which complete surgical resection is not
Chemotherapy-Loaded PLGA/PEG Moldable Matrices
PLOS ONE | www.plosone.org 2 October 2013 | Volume 8 | Issue 10 | e77435
achievable. We describe its clinical compatibility with respect to
radiotherapy and magnetic resonance imaging/computerized
tomography (MRI/CT) scanning modalities. Our laboratory-
based studies evaluate in vitro sustained release of trichostatin
A (TSA), etoposide (ETOP) and methotrexate (MTX) from
PLGA/PEG microparticle-based matrices, short-term in vivo
release of etoposide and assess whether released agents
retain cytotoxic function.
Materials and Methods
PLGA/PEG particle production
Thermosensitive particles were fabricated from blends of
53kDa PDLLGA (85:15 DLG 4CA) (Lakeshore Biomaterials,
USA) and PEG 400 (Sigma Aldrich, UK) as previously
described [26]. Briefly, a mixture of 93.5%:6.5% PLGA:PEG
(w/v) was blended at 80-90°C on a hotplate. The melted PLGA
and PEG were mixed together by hand using a PTFE-coated
spatula and allowed to cool. Polymer blend sheets were then
ground into particles in a bench-top mill (Krups Mill F203) and
the particles were sieved to obtain the 100-200µm particle size
fraction.
Matrix preparation
Composite matrices were prepared in PTFE moulds. For in
vitro release experiments cylindrical scaffolds of 12mm length
and 6mm diameter were produced. The PLGA/PEG particles
were mixed manually with drug solution (trichostatin A,
etoposide or methotrexate) or water (negative controls). A ratio
of 1:0.6 of particles to solution was used. The drug loaded
matrices contained 50µg of drug per matrix. The particle paste
was then packed into the mould which was placed at 37°C for 2
hours to allow matrix formation (sintering). For in vitro
biocompatibility and toxicity assays cylindrical scaffolds 1mm
thick and 4mm diameter were produced. The PLGA/PEG
particles were mixed manually with drug solution (trichostatin
A, etoposide or methotrexate) at a ratio of 1:0.6 of particles to
solution. The drug loaded matrices contained 50µg of drug per
matrix. The particle paste was then packed into the mould
which was placed at 37°C for 2 hours to allow matrix formation.
Experimental cell lines and culture
PFSK-1 (childhood central nervous system primitive
neuroectodermal tumor) (CNS PNET)), DAOY (childhood
medulloblastoma), U87 (adult glioblastoma multiforme) and C6
(rat glioma) cell lines were previously characterized by and
purchased from ATCC. Monolayer cells were cultured in
DMEM (Sigma, UK), supplemented with 10% fetal bovine
serum (PAA Labs, UK), 5mM sodium pyruvate, 5mM L-
Glutamine and maintained in a humidified incubator at 37°C
and 5% CO2. To assess in vitro biocompatibility and toxicity of
PLGA/PEG matrices cells were seeded in triplicate. Matrices
were placed in single wells of a 24-well plate and pre-treated
with 50µl of culture media. A 30µl suspension containing 1x105
cells were placed onto each matrix and plates incubated for 2
hours at 37°C to allow cells to adhere to the polymeric
microparticles. Fresh culture media (1ml) was added to each
well ensuring matrices were submerged, and incubated at 37°C
until required for assaying.
Ex vivo application of PLGA/PEG matrices
Sheep heads were obtained from a local abattoir after
permission was granted to use these animal parts (C Brumpton
Butchers Ltd, Nottingham). Heads were fixed in a vice and
bilateral skin and muscle flaps raised. Three burrholes were
performed with a Hudson brace on each fronto-temporal region
of the cranium and joined with a Gigli saw to raise
craniotomies. The dura was incised and flapped back, and
secured with vicryl stay sutures. Incisions were made through
the pia and the brain parenchyma excised to give a cavity of
dimensions 2.5x2.5x2.5cm. PLGA/PEG blended microparticles
were mixed with PBS in a 1:0.6 ratio to form polymer-based
paste and applied to the ovine pseudo-resection cavity.
Cavities were either filled completely with PLGA/PEG or lined
all around to an approximate depth of 2mm.
MRI and CT scanning of ex vivo brain
MR imaging was performed using a clinical 3 T Achieva MR
scanner (Philips Medical, Best, The Netherlands) with the
specimen placed inside the 8 channel receive-only head coil.
Routine fat-suppressed 3D turbo spin echo T1- and T2-
weighted whole brain imaging was performed with acquisition
resolution of 1x1x1 mm, 192x192x160 matrix, echo train length
of 133, echo time of 262 ms, repetition time of 2500 ms, and
464 s overall scan time. The CT scans were acquired using an
adult head protocol on a clinical Mx8000 IDT 16 scanner
(Philips Medical, Best, The Netherlands). 144 slices, 1.5 mm
thick, were acquired at 120 kV with 512x512 matrix and 0.45
mm in-pixel pixel size.
Chemotherapeutic and experimental agents
TSA and ETOP were purchased from Sigma, UK and
resuspended in dimethyl sulfoxide (DMSO) to give 5mM and
50mM working concentrations respectively. MTX was
purchased from Sigma, UK and resuspended in phosphate
buffered saline to give a 100mg/ml stock solution.
Radiotherapy dosing regime
A 12mm x 6mm sample of the biomaterial was placed within
a cavity of the head region of an anthropomorphic phantom
(RandoTM phantom, The Phantom Laboratory, Salem, NY,
USA). The head area was then CT scanned to give a set of
contiguous 3 mm slices (Aquilion LB CT scanner, Toshiba,
Crawley, UK). These CTs were transferred to a radiotherapy
treatment planning system (Oncentra version 3.3 SP3,
Nucletron, UK) using a DICOM protocol. Within the planning
system the sample material was outlined and a region of
interest 1 cm in all directions was grown to provide a target
volume. An experienced radiotherapy planner then devised a
treatment plan to irradiate the target volume as uniformly as
possible to 60 Gy using a 6 MV beam. A standard isocentric 3
field arrangement was used, which gave a mean target dose of
60 Gy (range 59.3 Gy to 60.7 Gy). The plan was delivered as
30 daily 2 Gy fractions using a clinical linear accelerator (Elekta
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Precise, Elekta, Crawley, UK). The fractionation schedule was
as routine clinical practice, i.e. one fraction per day Monday to
Friday, no irradiations at the weekends.
Live/Dead viability assay
Brain tumor cells were seeded onto PLGA/PEG matrices as
described previously and Live/Dead™ viability/cytotoxicity
assay (Invitrogen, UK) conducted on days 1,2 and 3 post-
seeding. 5µl of 2mM ethidium homodimer-1 and 2.5µl of 4mM
calcein AM were added to 10ml DMEM and 1ml of the final
solution was used to stain and completely submerge one cell-
seeded PLGA/PEG matrix (one matrix per well of 24-well
plate). Following incubation for one hour at 37°C, matrices
were rinsed three times with DMEM to remove background
staining and a further three times with PBS. Each matrix was
carefully placed on a microscope slide and fluorescence
signals (green = viable; red = dead) visualized using a Leica
DMRB upright fluorescent microscope. Matrices were placed
back into culture to ensure tracking of the cells present on the
same matrix over 3 days with respect to viability observations
and quantitation of fluorescent cells. Three matrices were used
for each cell line and 100 cells were counted for each matrix to
determine the proportion of live:dead cells.
Alamar Blue proliferation assay
Brain tumor cells were seeded onto PLGA/PEG matrices in
24-well plates as described above. On days 1, 2 and 3 post-
seeding, matrices were washed three times with warm PBS
and finally placed in 1ml PBS. 100µl Alamar Blue indicator dye
(Invitrogen, UK) was added to each well ensuring matrices
were submerged. Following incubation for 90 minutes at 37°C,
100µl aliquots were transferred to single wells of a 96-well
black-bottom plate in triplicate and fluorescence emission
measured at 585nm using a plate reader (Tecan, Switzerland).
Three matrices were used for each cell line and fluorescent
readings were measured for each matrix in triplicate. Matrices
were placed back into a single well of a 24-well plate and fresh
culture media added to ensure tracking of the same matrix over
3 days with respect to cell proliferation. Fluorescence intensity
over a 3-day culture period was compared to counterpart
monolayer cells. Data is presented as the average relative
fluorescence units of three independent experiments with error
bars indicating standard error of the mean values.
Scanning electron microscopy
Cell-seeded PLGA/PEG matrices were washed three times
in fresh PBS and fixed in 3% glutaraldehyde for 12 hours.
Fixed samples were then washed three times in PBS and
dehydrated for a further 12 hours by exposure to air at room
temperature. Fixed and dehydrated cell-seeded matrices were
mounted on aluminium stubs and sputter-coated with gold at
an argon current rate of 30mA for 3 minutes. Cell attachment
and morphology on the matrices was visualized using a
scanning electron microscope (SEM) (JEOL JSM-6060LV) at
10 kV.
In vitro drug release from PLGA/PEG matrices
50µg or 100µg drug-loaded matrices were placed in 4ml
fresh PBS buffer pH 7.4 and incubated at 37°C. At various time
intervals, the entire volume of PBS was replaced with 4ml fresh
release buffer and 100µl of buffer containing released drug was
sampled in triplicate at a relevant UV wavelength (TSA, 342nm,
ETOP, 295nm and MTX, 324nm) and concentration of drug
measured using a standard curve determined at the same time.
Three matrices were used for each drug and blank PBS loaded
PLGA/PEG matrices were used as a control for background
absorbance values. Assays were terminated when 80% or
more of the drug had been released and when no drug release
was detected for two days or more. Data is presented as
cumulative drug release as a function of time.
Cytotoxicity of released agents
50µg drug-loaded matrices were placed in 2ml of culture
media in single wells of a 24-well plate. After either 24 hours or
14 days, media was removed and brain tumor cells were
seeded onto matrices using a 30µl suspension containing
1x105 cells. Cells were allowed to adhere onto matrices for two
hours prior to adding 2ml fresh culture media to the wells.
Alamar Blue proliferation assay (Invitrogen, UK) was conducted
72 hours post-cell seeding and percentage viability of cells
relative to untreated cells was measured. Data is presented as
the average relative fluorescence units of three independent
experiments with error bars indicating standard error of the
mean values.
In vivo etoposide release from PLGA/PEG matrices
This study was approved by the University of Nottingham
local Ethical Review Committee and granted by the UK Home
Office (License No. PPL 40/3559), after consideration of the
justification of animal research and good animal welfare. Six
4-6 week old male MF-1 nude mice (3 mice per arm) were
maintained under standard conditions as detailed in the UK
Home Office Animals (Scientific Procedures) Act 1986 and
studies conducted and reported in compliance with the 2010
NC3R ARRIVE guidelines. Animals U87 GBM cells tagged with
a bioluminescent marker (DLuX) were injected subcutaneously
into the left flank and the tumour grown for 15 days whilst
monitoring using the IVIS Spectrum bioluminescent imaging
system (PerkinElmer, UK). Mice with satisfactory tumour take
and growth rates underwent partial tumour resection. The
previous flank incision was re-opened and a biopsy punch/fine
suction tip used to resect tumour back to the tumour/tissue
interface, thus mimicking the surgical technique utilized in
human patients undergoing comparable surgery for GBM.
Etoposide-loaded PLGA/PEG matrices (experimental arm) or
blank PLGA/PEG matrices (control arm) were moulded around
the resection cavity. Animals were weighed daily by an
experienced technician, any adverse effects noted, and
sacrificed using cervical dislocation once their clinical condition
deteriorated, in order to ameliorate suffering. Mice were
sacrificed 3 days post-implantation and tumour tissue
sectioned prior to staining with hematoxylin and eosin or glial
fibrillary acidic protein (GFAP) (anti-GFAP (Abcam, ab726;
1:1000).
Chemotherapy-Loaded PLGA/PEG Moldable Matrices
PLOS ONE | www.plosone.org 4 October 2013 | Volume 8 | Issue 10 | e77435
Statistics
Pearsons correlation coefficient was used to determine the
concordance of drug release rates between PLGA/PEG
formulations with two different drug concentrations. Unpaired
student t-test was used to determine whether proliferation rates
of cells cultured on matrices differed significantly from
corresponding cells cultured as monolayers with a p-value <
0.05 deemed statistically significant. Statistical analyses were
conducted using SPSS software version 6.
Results
PLGA/PEG microparticle-based matrix can be molded
around a resection cavity wall
The PLGA/PEG paste was easily applied to and readily
molded around, an irregular-shaped pseudo-resection cavity
wall ex vivo (Figure 1a and Movie S1). The polymer formulation
fully maintained its shape after 15 minutes sintering at 37°C,
with close apposition to the cavity wall (Figure 1b and Movie
S2).
PLGA/PEG microparticle-based matrix can be
distinguished by MRI and CT scanning
To establish whether PLGA/PEG interferes with MRI- and
CT-based brain scans by causing image artifacts that obscure
visualization of brain parenchyma and thereby potentially
hampering identification of a recurrent tumor, an ovine head
containing one polymer-filled and one polymer-lined pseudo-
resection cavity was scanned ex vivo under standard clinical
procedure. Cavities filled and lined with PLGA/PEG are
distinguishable from the surrounding brain parenchyma using
standard CT scanning (Figure 1 c-d). Similarly, cavities filled
with PLGA/PEG are distinguishable from surrounding brain
parenchyma using T2- and T1- weighted MRI scans (Figure 1
e-f respectively). Edges of the cavity are clearly defined with no
additional image artifacts observed from the PLGA/PEG,
indicating insignificant spatial distortion and good contrast with
brain parenchyma on T2 and T1 MR (Figure 1c). Therefore
application of PLGA/PEG matrices does not interfere with
clinical scanning modalities used as standard procedures for
the detection of brain tumors.
Radiotherapy does not alter PLGA/PEG matrix
microstructure
In anticipation of radiotherapy treatment for patients with
PLGA/PEG intra-cavity implants, it is important to determine
effects of radiation on the biomaterial and subsequent drug
release. Moreover the effect of radiation on the microstructure
of the PLGA/PEG matrix is unknown. PLGA/PEG matrices,
placed in the brain area of an anthropomorphic phantom were
subjected to a standard isocentric high dose radiotherapy
regime of 60 Gy (2 Gy fractions daily for 30 days) (Figures 2a-
b). Irradiated matrices show no visible difference in terms of
microparticle size, morphology and distribution throughout the
matrices when compared to control non-irradiated matrices
stored under similar conditions. Microparticles appear
structurally intact with visible pores between microparticles in
both cases (Figure 2c-d).
PLGA/PEG matrices are non-toxic to normal and
cancerous cells
To address whether PLGA/PEG matrices exert cytotoxicity,
PFSK-1, DAOY, C6 and U87 brain tumor cell lines were
seeded directly onto matrices and cultured for three days. All
seeded tumor cells show distinct 3D morphology both on and
between polymer microparticles, with visible extracellular
matrix laid on the particle surface (Figures 3a-e). The Live/
Dead assay confirmed that ~85% of tumor cells seeded onto
matrices remain viable after three days (Figure 3f-j). When
regarding a three day culture period, there is no significant
difference in metabolic activity of tumor cells grown on matrices
compared to the same cell lines cultured as 2D monolayers
(PFSK-1 p<0.8, DAOY p<0.4, C6 p<0.2 and U87 p<0.6), thus
indirectly demonstrating a comparable proliferation rate over a
three day culture period (Figure 3k-n). To verify that the
observed lack of cellular toxicity due to PLGA/PEG matrices is
Figure 1.  Application of PLGA/PEG microparticle-based
matrices to a surgical resection cavity ex vivo.  (A) When
mixed with a saline carrier solution, PLGA/PEG microparticles
form a paste that can be molded around an ovine pseudo-
resection cavity ex vivo. (B) Within 15 minutes at 37°C,
particles solidify to form a matrix that retains close apposition to
the resection cavity wall. (C-D) Computerized tomography
scans of ex vivo ovine brain demonstrating clearly
distinguishable pseudo-resection cavity filled with PLGA/PEG
(black arrows) and second cavity lined with PLGA/PEG (black
arrowheads). (E-F) T2 and T1 weighted magnetic resonance
imaging scan of ex vivo ovine brain with clearly distinguishable
pseudo-resection cavity filled with PLGA/PEG (white arrows).
doi: 10.1371/journal.pone.0077435.g001
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not observed exclusively in cancerous cells, normal brain
endothelial cells (HBMEC) were seeded onto matrices. Over a
three day culture period, endothelial cells were also observed
to proliferate with 100% viability (Figure 3o-p). Thus these
results demonstrate that PLGA/PEG microparticle-based
matrices are non-toxic to neoplastic and normal brain cells.
PLGA/PEG matrices permit sustained release of
chemotherapeutic agents in vitro
To evaluate the capability of PLGA/PEG matrices to release
standard of care and experimental chemotherapeutic agents,
TSA, ETOP and MTX were loaded onto polymer matrices and
drug release profiles measured in vitro. Release of TSA, ETOP
and MTX followed a similar profile, exhibiting an initial burst
phase followed by slower, sustained release profiles (Figure
4a-c). An initial burst release of 44% TSA was observed,
caused by drug on the surface of the scaffolds being released
into the PBS immediately. This was followed by an average
daily release of 1.2% until day 18 (Figure 4, top). At this point
the PLGA/PEG matrices stopped releasing drug, with a total of
94% TSA released. ETOP-loaded matrices exhibited an initial
burst of 29% total drug loaded followed by an average daily
release of 1.3% (Figure 4, middle). Drug release from the
matrices stopped at day 26, with a total of 77% ETOP
released. A burst release of 49% MTX was observed followed
by an average of 0.7% release per day (Figure 4, bottom). The
matrices stopped releasing MTX by day 28, at which point 78%
total loaded MTX was released.
To determine whether the amount of drug loaded influences
the release profile, TSA was loaded onto PLGA/PEG matrices
at 50µg and 100µg and drug release profiles directly
compared. The initial burst on Day 0 is greater in matrices
loaded with 100µg TSA (50%) compared to matrices loaded
with 50µg TSA (28%); the release profiles thereafter however,
are comparable with a high degree of correlation over an 8-day
period (Pearsons correlation coefficient, 0.94). Therefore
although the initial burst release of TSA is directly proportional
to the amount of drug loaded, the slower sustained zero-order
release is independent of the amount of drug loaded (Figure
S1).
Released agents from PLGA/PEG matrices retain
cytotoxic capabilities in vitro
To determine whether drugs released from PLGA/PEG
microparticle-based matrices retain cytotoxic function, brain
tumor cells were assessed for viability after seeding onto drug-
loaded matrices 24 hours after drugs were incorporated and
exposing to released drugs for 72 hours. PFSK-1 is sensitive to
all three agents with approximately 20-70% viable cells
remaining with drug potency in the order: TSA>ETOP>MTX
(Figure 5a). DAOY is sensitive to all three agents with
approximately 30-55% viable cells remaining with drug potency
in the order: TSA/ETOP>MTX (Figure 5b). C6 is sensitive to all
three agents with approximately 20-70% viable cells remaining
with drug potency in the order: TSA>ETOP>MTX (Figure 5c).
U87 is sensitive to TSA and ETOP with approximately 25-75%
viable cells remaining with drug potency in the order:
TSA>ETOP. U87 is insensitive to MTX under the experimental
conditions described here (Figure 5d). Additionally, TSA
cytotoxicity on brain tumor cells was assessed following a 2
week release period in vitro, to demonstrate that the released
drug retains its activity and is capable of exerting cytotoxic
effects after a prolonged period of time within the PLGA/PEG
matrix. TSA-loaded PLGA/PEG matrices were placed in PBS
for 14 days to allow drug release. On day 14 brain tumor cells
were seeded onto matrices and assessed for cell viability after
three days of culture. The results indicate that cumulative
release of TSA on days 15-17 post drug-loading (~4% of total
drug loaded), retains cytotoxic function as cell proliferation is
impaired in all four cell lines investigated at IC50 concentrations
Figure 2.  Effect of clinically-relevant radiotherapy regime on PLGA/PEG microparticle-based matrices.  (A) PLGA/PEG
matrices (12mm x 6mm) were placed within cavities in the brain area of an anthropomorphic phantom. (B) A head computerized
tomography was obtained (3mm slices) using a standard radiotherapy protocol and the computerized tomography transferred to a
radiotherapy planning system to give a uniform standard isocentric three field 60 Gy dose (30 daily 2 Gy fractions) of radiation to the
biomaterial and surrounding area. (C) Scanning electron microscopy of control non-irradiated matrices kept at room temperature for
30 days, showing distinct and structurally intact microparticles with visible pores between particles. (D) Scanning electron
microscopy of irradiated matrices showing no obvious difference in matrix microstructure (scale bar 100µm).
doi: 10.1371/journal.pone.0077435.g002
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Figure 3.  Assessment of PLGA/PEG microparticle-based matrix toxicity to normal and cancerous cells.  To address toxicity
of polymer matrices, brain cancer cells were grown on PLGA/PEG matrices. (A) Scanning electron microscopy images of blank
PLGA/PEG matrices with distinct microparticles (m) and pores (p). (B-E) PFSK-1 (CNS PNET), DAOY (medulloblastoma), C6 (rat
glioma) and U87 (glioblastoma multiforme) brain tumor cells cultured on PLGA/PEG matrices for 3 days. Cells exhibit 3D
morphology both across microparticle faces and between microparticles, with extra cellular matrix visible. Representative tumor
cells are denoted with an asterisk. Magnifications x1000. (F) Live/Dead assay of PFSK-1 cells demonstrates that ~85% of cells are
viable. (G) Image of PFSK-1 cells without adjustment of background fluorescence, with visible microparticles (background
fluorescence from particles is reddish-brown). (H-J) Live/Dead assay of DAOY, C6 and U87 cells demonstrates that 85%-100% of
cells are viable. All images are shown on culture day 3 post-seeding onto matrices. Green = viable; Red = non-viable. Scale bar =
100µm. (K-N) Alamar Blue proliferation assay for PFSK-1, DAOY, C6 and U87 respectively, over a 3-day culture period post-
seeding onto PLGA/PEG matrices and compared to 2D monolayer cultures of the same cell lines. The proportion of proliferating
cells was inferred indirectly from a measurement of metabolic activity. Error bars represent the standard error of the mean from
three independent matrices and over three independent experiments. Unpaired t-test analyses reveals no significant differences
between the two culture systems (O-P) Viability and proliferation of brain endothelial cells (HBMEC) over a 3-day culture period
post-seeding onto PLGA/PEG matrices Green = viable; Red = non-viable. Scale bar = 100µm.
doi: 10.1371/journal.pone.0077435.g003
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(Figure S2) These results indicate that chemical and physical
interaction of TSA, ETOP and MTX with the PLGA/PEG
polymer does not impair molecular structure integrity of the
drug, as these agents retain cytotoxic function in vitro.
PLGA/PEG matrices release active etoposide in vivo
Etoposide-loaded polymer was moulded around a flank GBM
resection cavity after performing partial tumour resection. Mice
were sacrificed 3 days after implantation of the drug-loaded
polymer to demonstrate proof-of-concept for in vivo drug
release and gauge short-term drug diffusion distance.
Haematoxylin and eosin staining shows a clear kill-zone visible
beyond the resection boundary consisting of necrotic tumour
cells, demonstrating in vivo release of cytotoxic levels of
etoposide from the polymer matrix. Etoposide drug diffusion
after release from the polymer matrices was approximately
1mm after 3 days, based indirectly upon the region of the kill-
zone (Figure 6).
Discussion
The BBB acts as a block to the administration of many
chemotherapeutic agents to the central nervous system. Drugs
have to be given at escalating doses to achieve effective doses
at the tumor site, but this increased dosing leads to significant
side-effects and toxicities systemically, e.g. bone marrow
suppression, nausea or epithelial damage. By administering
chemotherapy directly into the brain tumor cavity, thus
bypassing the BBB, high local doses can be achieved to
ensure maximal anti-cancer activity, whilst minimizing systemic
toxicity. The proof of concept of such an approach has been
achieved by Gliadel®; however despite its potential, treatment
with Gliadel® has been variable in efficacy due to drug
resistance in patients [36] and the technical product
characteristics of Gliadel®. The rate of release from Gliadel® is
also essentially uncontrolled with the majority of drug release
occurring within a few days of implantation, reducing the
chronicity of effect (both in vitro release in saline buffer at 37°C
and in vivo studies document a release period of 5 days) and
compounding its limited success in the clinic [25].
Here we document a PLGA/PEG microparticle-based matrix
that provides a novel application mode of a biomaterial in close
proximity to the tumor bed and micro-deposits of neoplastic
cells directly beyond. When mixed with saline, the PLGA/PEG
microparticle formulation is a paste onto which
chemotherapeutics can be loaded. This paste is easily molded
around a tumor resection cavity after surgery and begins to
solidify into a matrix at body temperature, adhering to the
surgical cavity wall. Close tissue apposition of the PLGA/PEG
matrix to the cavity wall as observed when applied surgically ex
vivo, refines and maximizes the potential of this therapeutic
modality. The ability to mould the local chemotherapy source
around the entire irregular shaped resection cavity offers vastly
superior tissue approximation when compared to discrete
polymeric wafers or polymer-based hydrogels. To our
knowledge, this is the first report of polymer-based drug
Figure 4.  In vitro cumulative release profiles of agents loaded onto PLGA/PEG matrices.  All drug release behaviors from the
drug-loaded polymer matrices were investigated under simulated physiological conditions (PBS, pH 7.4) at 37°C. (Top) TSA exhibits
an initial burst of 44% of total drug loaded with a total of 94% of drug released by day 18 and no drug detected thereafter. (Middle)
ETOP exhibits an initial burst of 29% of total drug loaded with 77% of drug released by day 26. (Bottom) MTX exhibits an initial burst
of 49% of total drug loaded with 78% of drug released by day 28. No drug release is detected thereafter. Three independent
matrices were used for each experimental set-up with 50µg of drug loaded per matrix. Day 0 initial burst readings were taken 4h
after drug-loaded matrices were placed in PBS. UV absorbance wavelengths were as follows: TSA, 342nm; ETOP, 295nm; MTX,
324nm. Error bars represent standard error of the mean from three independent matrices.
doi: 10.1371/journal.pone.0077435.g004
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delivery system which can be applied as a paste directly onto
the brain surface and molded to the shape of that topography.
It is imperative that the clinical utility of the PLGA/PEG matrix
be evaluated at this proof-of-concept stage prior to
advancement to in vivo studies and early phase patient trials.
Our findings indicate that the PLGA/PEG polymer does not
interfere with MRI and CT scanning of the brain using standard
clinical sequences. No polymer-related artifact was evident in
either scan modality, with biomaterial clearly distinguishable
from brain parenchyma. Therefore it is unlikely that the
presence of the polymer lining a resected cavity would impair
visualization of tumor recurrence in a patient following MRI or
CT scanning. Furthermore, a typical high dose fractionated
radiotherapy course delivered to a patient with intra-cavity
PLGA/PEG matrices, is unlikely to affect the sustained and
gradual release of chemotherapy from the polymer, as no
alteration in the microstructure of the matrix was observed
using an anthropomorphic ‘dummy’ phantom. Specifically, the
porosity of the microparticles did not appear to differ from non-
irradiated polymer, implying that high dose radiation is unlikely
to cause the remaining drug to be released in a rapid burst due
to the loss of structural integrity of the polymer.
Exposing brain tumor cells and brain endothelial cells to
PLGA/PEG matrices by seeding cells directly onto matrices
allows an indication of whether the polymer formulation is toxic.
Our findings comprehensively show that both neoplastic and
untransformed cells are viable and proliferate during at least a
3-day culture period. This is consistent with the documented
low cytotoxicity and good biocompatibility of resorbable FDA-
approved PLGA medical sutures [31,32]. Similarly, a recent
study using rats with C6 glioma cells orthotopically implanted,
observed no significant difference in survival time between
blank PLGA microparticles interstitially delivered and untreated
control animals, suggesting that PLGA had no inhibitory effect
on C6 cells [37]. Our results suggest that our specific
formulation of PLGA/PEG does not result in cellular toxicity;
however biocompatibility assessment of the PLGA/PEG matrix
with host tissue using in vivo models and during patient trials
will be required to validate these in vitro findings.
Pre-clinical polymer-based drug delivery systems targeting
localized brain tumor chemotherapy have predominantly
utilized single-agent drug release strategies or those involving
only one class of drug (e.g. hydrophobic, lipophilic etc.)
[12,15,38–41]. Many of these studies, including those
investigating the in vivo pharmacokinetics of the carmustine
implant (Gliadel®), have achieved only up to seven days drug
release at which point carmustine release was almost complete
[25,42]. We have demonstrated 18-28 days sustained drug
release using two standard of care chemotherapeutic agents
and one experimental anti-cancer agent shown by us
previously to exert anti-tumor effects on childhood brain tumor
cells in vitro [43]. These drugs are grouped into two distinct
drug classes: TSA, lipophilic; ETOP and MTX, hydrophobic.
Release profiles of TSA, ETOP and MTX from PLGA/PEG
matrices generally follow a biphasic profile, at least for the
duration of the described experiments [44]. Our principal
outcome measure in this objective was to achieve 3-4 weeks
drug release as this typically represents the lag period between
surgical resection and commencement of standard
chemotherapy administration. Therefore this would potentially
Figure 5.  Cytotoxicity of agents released from PLGA/PEG matrices.  Brain tumor cells were assessed for viability after seeding
onto drug-loaded matrices one day after drugs were loaded, to determine cytotoxic capabilities of released agents. (A-C) PFSK-1,
DAOY and C6 cells are sensitive to all three agents with approximately 20-70% viable cells remaining (D) U87 is sensitive to TSA
and ETOP with approximately 25-75% viable cells remaining but is insensitive to MTX. Percentage cell viability was calculated
relative to PBS-loaded control matrices for each cell line.
doi: 10.1371/journal.pone.0077435.g005
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permit oncological (local) treatment as an adjuvant therapy
prior to standard systemic administration. A characteristic initial
burst of between ~30-50% is released rapidly and corresponds
to drug molecules bound to the periphery of the microparticle-
based matrix and attached to the surface of the microparticles.
A sustained release phase follows where 0.7-1.3% of drug is
released per day and corresponds to drug trapped within the
pores between microparticles. Release in this second scenario
occurs via diffusion through the pores. It is likely that an
additional phase would occur upon full degradation of the
PLGA/PEG polymer, at which point the remainder of the drug
would be anticipated to be released. Although we observed a
cessation of MTX release from day 4 to 7, drug release
thereafter continued again from day 8 and continued at a low
level until ~80% of the loaded drug was released from the
matrices. This cessation of MTX release is consistent with a
recent report using chitosan-based nanoparticles for MTX
delivery to brain tumors, which documents a 3-day release
profile with ~80% of MTX still entrapped within the
nanoparticles [41]. In contrast, almost all of TSA is released
from PLGA/PEG matrices in vitro. Our result shows sustained
release of TSA over 18 days, whereas a recent study using
liposomes loaded with TSA reports 100% drug release over 24
hours [45]. Similarly, our results show a more sustained
release profile of ETOP over 24 days, compared to a recent
report using poly(ether-anhydride) particles, which releases
ETOP in vitro over 6 days [40]. The in vitro drug release assay
Figure 6.  Efficacious release of etoposide-loaded
PLGA/PEG in a mouse flank xenograft.  Mice were sacrificed
3 days after implantation of either blank (A-B) or etoposide-
loaded (C-D) polymer. Haematoxylin and eosin staining shows
a clear kill-zone is visible beyond the resection boundary (R)
consisting of necrotic tumour cells (N), demonstrating in vivo
release of cytotoxic levels of etoposide from the polymer
matrix. A similar result is observed with GFAP staining of
tumour xenograft cells. T, viable tumour cells; P, residual
polymer implant. Scale bar = 400µm.
doi: 10.1371/journal.pone.0077435.g006
described in this study provides a screening method for
assessing drug suitability with this delivery system. Importantly,
the physicochemical interactions between these
chemotherapeutics and PLGA do not impair the drug activity as
demonstrated by the capability of drugs released from
PLGA/PEG matrices to exert a cytotoxic effect on brain tumor
cells. Moreover, short-term in vivo studies demonstrate proof-
of-concept for drug release within a tumor tissue
microenvironment and approximately 1mm drug diffusion
distance. Longer-term in vivo studies will be required to
corroborate this finding and to determine maximal drug
diffusion distance.
In summary, we describe a novel intra-cavity drug delivery
system using a PLGA/PEG microparticle-based matrix, which
can be easily pasted around the resected tumor bed. Multiple
chemotherapeutic agents can be loaded onto this polymer
which solidifies at body temperature, gradually releasing the
drugs over time. The PLGA/PEG matrix is amenable to use
with current standard clinical procedures as polymer can be
distinguished during MRI/CT scanning and radiotherapy dosing
does not adversely affect the polymer structure. The polymer is
non-toxic to tumor and normal cells and the chemotherapeutic
agents TSA, ETOP and MTX can be released from matrices in
a sustained manner over 3-4 weeks in vitro with retention of
cytotoxic capability. Our results should expedite in vivo studies
of efficacy and neurotoxicity using combinations of standard of
care agents and ultimately lead to early phase patient trials for
the treatment of high grade brain tumors. Although described
here for the treatment of childhood and adult brain tumors, this
system has applicability to any solid tumor for which complete
surgical resection of the tumor is not achievable.
Supporting Information
Figure S1.  TSA release profiles at different amounts of
drug loading. Drug loading at both 50µg and 100µg show
similar sustained release profiles over an experimental period
of 8 days, after a concentration-dependent initial release burst
(28% vs. 50% respectively).
(TIF)
Figure S2.  Cytotoxicity of TSA released in vitro between
days 15-17. Brain tumor cells were seeded onto TSA-loaded
PLGA/PEG microparticle-based matrices 14 days after drugs
were loaded and assessed for viability after 72h. Cumulative
TSA release between days 15-17 post drug-loading retains
cytotoxic capability as proliferation is impaired in PFSK-1,
DAOY, C6 and U87 brain tumor cells. Brain tumor cells seeded
onto PBS-loaded matrices were used as controls.
(TIF)
Movie S1.  Application of PLGA/PEG microparticle-based
paste onto pseudo-resection wall. When mixed with a saline
carrier solution, PLGA/PEG microparticles form a paste that
can be easily molded around an ovine pseudo-resection cavity
ex vivo.
(MPG)
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Movie S2.  PLGA/PEG matrix post-sintering ex vivo. Within
15 minutes at 37°C, particles solidify to form a matrix that
retains close apposition to the resection cavity wall.
(MPG)
Acknowledgements
The authors thank Christine Grainger-Boultby for assistance
with scanning electron microscopy.
Author Contributions
Conceived and designed the experiments: RR CVR SJS.
Performed the experiments: RR CVR SJS PSM KAL PAC
AAR. Analyzed the data: RR CVR SJS. Contributed reagents/
materials/analysis tools: CVR SJS PSM KAL. Wrote the
manuscript: RR CVR SJS DCM FRR KMS RGG.
References
1. Grundy RG, Wilne SA, Weston CL (2007) Primary postoperative
chemotherapy without radiotherapy for intracranial ependymoma in
children: the UKCCSG/SIOP prospective study (vol 8, pg696, 2007).
Lancet Oncol 8: 761-761. doi:10.1016/S1470-2045(07)70256-5.
2. Wilne S, Collier J, Kennedy C, Koller K, Grundy R et al. (2007)
Presentation of childhood CNS tumours: a systematic review 3 and
meta-analysis. Lancet Oncol 8: 685-695. doi:10.1016/
S1470-2045(07)70207-3. PubMed: 17644483.
3. Wolff JE, Brown R, Rytting M, Vats T, Bingham R et al. (2010)
Targeted personalized therapy for pediatric patients with refractory
brain tumors.. Neuro-Oncology 12: II89-II89.
4. Price SJ, Jena R, Burnet NG, Hutchinson PJ, Dean AF et al. (2006)
Improved delineation of glioma margins and regions of infiltration with
the use of diffusion tensor imaging: An image-guided biopsy study.
AJNR Am J Neuroradiol 27: 1969-1974. PubMed: 17032877.
5. Stummer W, Meinel T, Sabel M, Schackert G (2008) Preliminary
analysis from an observational study combining maximal resection and
concomitant radiochemotherapy using temozolomide in glioblastoma
multiforme. Neuro-Oncology 10: 1092-1092.
6. Wright KD, Gajjar A (2009) New chemotherapy strategies and
biological agents in the treatment of childhood ependymoma. Childs
Nerv Syst 25: 1275-1282. doi:10.1007/s00381-009-0809-7. PubMed:
19212772.
7. Jang SH, Wientjes MG, Lu D, Au JLS (2003) Drug delivery and
transport to solid tumors. Pharm Res 20: 1337-1350. doi:10.1023/A:
1025785505977. PubMed: 14567626.
8. Elstad NL, Fowers KD (2009) OncoGel (ReGel/paclitaxel) - Clinical
applications for a novel paclitaxel delivery system. Adv Drug Deliv Rev
61: 785-794. doi:10.1016/j.addr.2009.04.010. PubMed: 19422870.
9. Hadjipanayis CG, Machaidze R, Kaluzova M, Wang L, Schuette AJ et
al. (2010) EGFRvIII Antibody-Conjugated Iron Oxide Nanoparticles for
Magnetic Resonance Imaging-Guided Convection-Enhanced Delivery
and Targeted Therapy of Glioblastoma. Cancer Res 70: 6303-6312.
doi:10.1158/0008-5472.CAN-10-1022. PubMed: 20647323.
10. Kim S, Nishimoto SK, Bumgardner JD, Haggard WO, Gaber MW et al.
(2010) A chitosan/beta-glycerophosphate thermo-sensitive gel for the
delivery of ellagic acid for the treatment of brain cancer. Biomaterials
31: 4157-4166. doi:10.1016/j.biomaterials.2010.01.139. PubMed:
20185170.
11. Moses MA, Brem H, Langer R (2003) Advancing the field of drug
delivery: Taking aim at cancer. Cancer Cell 4: 337-341. doi:10.1016/
S1535-6108(03)00276-9. PubMed: 14667500.
12. Ong BYS, Ranganath SH, Lee LY, Lu F, Lee H-S et al. (2009)
Paclitaxel delivery from PLGA foams for controlled release in post-
surgical chemotherapy against glioblastoma multiforme. Biomaterials
30: 3189-3196. doi:10.1016/j.biomaterials.2009.02.030. PubMed:
19285718.
13. Petri B, Bootz A, Khalansky A, Hekmatara T, Müller R et al. (2007)
Chemotherapy of brain turnour using doxorubicin bound to surfactant-
coated poly(butyl cyanoacrylate) nanoparticles: Revisiting the role of
surfactants. J Control Release 117: 51-58. doi:10.1016/j.jconrel.
2006.10.015. PubMed: 17150277.
14. Ranganath SH, Fu Y, Arifin DY, Kee I, Zheng L et al. (2010) The use of
submicron/nanoscale PLGA implants to deliver paclitaxel with
enhanced pharmacokinetics and therapeutic efficacy in intracranial
glioblastoma in mice. Biomaterials 31: 5199-5207. doi:10.1016/
j.biomaterials.2010.03.002. PubMed: 20350766.
15. Ranganath SH, Kee I, Krantz WB, Chow PK-H, Wang C-H (2009)
Hydrogel Matrix Entrapping PLGA-Paclitaxel Microspheres: Drug
Delivery with Near Zero-Order Release and Implantability Advantages
for Malignant Brain Tumour Chemotherapy. Pharm Res 26: 2101-2114.
doi:10.1007/s11095-009-9922-2. PubMed: 19543956.
16. Tyler B, Fowers KD, Li KW, Recinos VR, Caplan JM et al. (2010) A
thermal gel depot for local delivery of paclitaxel to treat experimental
brain tumors in rats Laboratory investigation. J Neurosurg 113:
210-217. doi:10.3171/2009.11.JNS08162. PubMed: 20001591.
17. Zentner GM, Rathi R, Shih C, McRea JC, Seo MH et al. (2001)
Biodegradable block copolymers for delivery of proteins and water-
insoluble drugs. J Control Release 72: 203-215. doi:10.1016/
S0168-3659(01)00276-0. PubMed: 11389999.
18. Bagley CA, Bookland MJ, Pindrik JA, Ozmen T, Gokaslan ZL et al.
(2007) Local delivery of OncoGel delays paresis in rat metastatic spinal
tumor model. J Neurosurg-Spine 7: 194-198. doi:10.3171/
SPI-07/08/194. PubMed: 17688059.
19. DuVall GA, Tarabar D, Seidel RH, Elstad NL, Fowers KD (2009) Phase
2: a dose-escalation study of OncoGel (ReGel/paclitaxel), a controlled-
release formulation of paclitaxel, as adjunctive local therapy to external-
beam radiation in patients with inoperable esophageal cancer. Anti
Cancer Drugs 20: 89-95. doi:10.1097/CAD.0b013e3283222c12.
PubMed: 19209024.
20. Brem S, Tyler B, Li K, Pradilla G, Legnani F et al. (2007) Local delivery
of temozolomide by biodegradable polymers is superior to oral
administration in a rodent glioma model. Cancer Chemother Pharmacol
60: 643-650. doi:10.1007/s00280-006-0407-2. PubMed: 17256133.
21. Duffner PK (2004) Long-term effects of radiation therapy on cognitive
and endocrine function in children with leukemia and brain tumors.
Neurologist 10: 293-310. doi:10.1097/01.nrl.0000144287.35993.96.
PubMed: 15518596.
22. Brem H, Ewend MG, Piantadosi S, Greenhoot J, Burger PC et al.
(1995) The safety of interstitial chemotherapy with BCNU-loaded
polymer followed by radiation therapy in the treatment of newly
diagnosed malignant gliomas: Phase I trial. J Neuro Oncol 26: 111-123.
doi:10.1007/BF01060217. PubMed: 8787853.
23. Menei P, Metellus P, Parot-Schinkel E, Loiseau H, Capelle L et al.
(2010) Biodegradable Carmustine Wafers (Gliadel) Alone or in
Combination with Chemoradiotherapy: The French Experience. Ann
Surg Oncol 17: 1740-1746. doi:10.1245/s10434-010-1081-5. PubMed:
20443147.
24. Westphal M, Hilt DC, Bortey E, Delavault P, Olivares R et al. (2003) A
phase 3 trial of local chemotherapy with biodegradable carmustine
(BCNU) wafers (Gliadel wafers) in patients with primary malignant
glioma. Neuro-Oncology 5: 79-88. doi:10.1215/15228517-5-2-79.
PubMed: 12672279.
25. Fleming AB, Saltzman WM (2002) Pharmacokinetics of the carmustine
implant. Clin Pharmacokinet 41: 403-419. doi:
10.2165/00003088-200241060-00002. PubMed: 12074689.
26. Dhillon A, Schneider P, Kuhn G, Reinwald Y, White LJ et al. (2011)
Analysis of sintered polymer scaffolds using concomitant synchrotron
computed tomography and in situ mechanical testing. J Mater
Sci_Mater Med 22: 2599-2605. doi:10.1007/s10856-011-4443-z.
PubMed: 21909640.
27. Gould TW, Birchall JP, Mallick AS, Alliston T, Lustig LR et al. (2013)
Development of a porous poly(DL-lactic acid-co-glycolic acid)-based
scaffold for mastoid air-cell regeneration. Laryngoscope. PubMed:
23670365
28. Rahman CV, Kuhn G, White LJ, Kirby GT, Varghese OP et al. (2013)
PLGA/PEG-hydrogel composite scaffolds with controllable mechanical
properties. J Biomed Mater Res B Appl Biomater 101: 648-655.
PubMed: 23359448.
29. Rahman CV, Ben-David D, Dhillon A, Kuhn G, Gould TW et al. (2012)
Controlled release of BMP-2 from a sintered polymer scaffold enhances
bone repair in a mouse calvarial defect model. J Tissue Eng Regen
Med.
Chemotherapy-Loaded PLGA/PEG Moldable Matrices
PLOS ONE | www.plosone.org 11 October 2013 | Volume 8 | Issue 10 | e77435
30. Athanasiou KA, Niederauer GG, Agrawal CM (1996) Sterilization,
toxicity, biocompatibility and clinical applications of polylactic acid
polyglycolic acid copolymers. Biomaterials 17: 93-102. doi:
10.1016/0142-9612(96)85754-1. PubMed: 8624401.
31. Anderson JM, Shive MS (1997) Biodegradation and biocompatibility of
PLA and PLGA microspheres. Adv Drug Deliv Rev 28: 5-24. doi:
10.1016/S0169-409X(97)00048-3. PubMed: 10837562.
32. Langer R (1998) Drug delivery and targeting. Nature 392: 5-10. doi:
10.1038/32001. PubMed: 9579855.
33. Higaki M, Ishihara T, Izumo N, Takatsu M, Mizushima Y (2005)
Treatment of experimental arthritis with poly(D, L-lactic/glycolic acid)
nanoparticles encapsulating betamethasone sodium phosphate. Ann
Rheum Dis 64: 1132-1136. doi:10.1136/ard.2004.030759. PubMed:
15695536.
34. Bjugstad KB, Redmond DE Jr., Lampe KJ, Kern DS, Sladek JR Jr. et
al. (2008) Biocompatibility of PEG-based hydrogels in primate brain.
Cell Transplant 17: 409-415. PubMed: 18522243.
35. Emerich DF, Tracy MA, Ward KL, Figueiredo M, Qian RL et al. (1999)
Biocompatibility of poly (DL-lactide-co-glycolide) microspheres
implanted into the brain. Cell Transplant 8: 47-58. PubMed: 10338275.
36. Brem H, Gabikian P (2001) Biodegradable polymer implants to treat
brain tumors. J Control Release 74: 63-67. doi:10.1016/
S0168-3659(01)00311-X. PubMed: 11489483.
37. Zhang Y-H, Zhang H, Liu J-m, Yue Z-J (2011) Temozolomide/PLGA
microparticles: a new protocol for treatment of glioma in rats. Med
Oncol 28: 901-906. doi:10.1007/s12032-010-9531-2. PubMed:
20396980.
38. Kasperczyk J, Stoklosa K, Dobrzynski P, Stepien K, Kaczmarczyk B et
al. (2009) Designing bioresorbable polyester matrices for controlled
doxorubicin release in glioma therapy. Int J Pharm 382: 124-129. doi:
10.1016/j.ijpharm.2009.08.022. PubMed: 19715746.
39. Missirlis D, Kawamura R, Tirelli N, Hubbell JA (2006) Doxorubicin
encapsulation and diffusional release from stable, polymeric, hydrogel
nanoparticles. Eur J Pharm Sci 29: 120-129. doi:10.1002/jps.
3030290308. PubMed: 16904301.
40. Tang BC, Fu J, Watkins DN, Hanes J (2010) Enhanced efficacy of local
etoposide delivery by poly(ether-anhydride) particles against small cell
lung cancer in vivo. Biomaterials 31: 339-344. doi:10.1016/
j.biomaterials.2009.09.033. PubMed: 19796810.
41. Trapani A, Denora N, Iacobellis G, Sitterberg J, Bakowsky U et al.
(2011) Methotrexate-loaded chitosan- and glycolchitosan-based
nanoparticles: a promising strategy for the administration of the
anticancer drug to brain tumors. AAPS PharmSciTech 12: 1302-1311.
doi:10.1208/s12249-011-9695-x. PubMed: 21948322.
42. Domb AJ, Rock M, Perkin C, Yipchuck G, Broxup B et al. (1995)
Excretion of a radiolabelled anticancer biodegradable polymeric implant
from the rabbit brain. Biomaterials 16: 1069-1072. doi:
10.1016/0142-9612(95)98902-Q. PubMed: 8519927.
43. Rahman R, Osteso-Ibanez T, Hirst RA, Levesley J, Kilday J-P et al.
(2010) Histone Deacetylase Inhibition Attenuates Cell Growth with
Associated Telomerase Inhibition in High-Grade Childhood Brain
Tumor Cells. Mol Cancer Ther 9: 2568-2581. PubMed: 20643785.
44. Fredenberg S, Wahlgren M, Reslow M, Axelsson A (2011) The
mechanisms of drug release in poly(lactic-co-glycolic acid)-based drug
delivery systems-A review. Int J Pharm 415: 34-52. PubMed:
21640806.
45. Urbinati G, Marsaud V, Plassat V, Fattal E, Lesieur S et al. (2010)
Liposomes loaded with histone deacetylase inhibitors for breast cancer
therapy. Int J Pharm 397: 184-193. PubMed: 20603204.
Chemotherapy-Loaded PLGA/PEG Moldable Matrices
PLOS ONE | www.plosone.org 12 October 2013 | Volume 8 | Issue 10 | e77435
